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Abstract: Transabdominal fetal pulse oximetry is an
approach to measure oxygen saturation of the unborn
child non-invasively. The principle of pulse oximetry is
applied to the abdomen of a pregnant woman, such that
the measured signal includes both, the maternal and the
fetal pulse curve. One of the major challenges is to extract
the shape of the fetal pulse curve from the mixed signal
for computation of the oxygen saturation. In this paper
we analyze the principle kind of connection of the fetal
and maternal pulse curves in the measured signal. A time
varying finite element model is used to rebuild the basic
measurement environment, including a bulk tissue and
two independently pulsing arteries to model the fetal and
maternal blood circuit. Thedistribution of the light fluence
rate in the model is computed by applying diffusion equa-
tion. From the detectors we extracted the time dependent
fluence rate and analyzed the signal regarding its compo-
nents. The frequency spectra of the signals show peaks
at the fetal and maternal basic frequencies. Additional
signal components are visible in the spectra, indicating
multiplicative coupling of the fetal and maternal pulse
curves. We conclude that the underlying signal model of
algorithms for robust extraction of the shape of the fetal
pulse curve, have to consider additive and multiplicative
signal coupling.

Keywords: diffusion theory; fetal pulse oximetry; finite
element model; signal coupling.

1 Introduction
Oxygen saturation is seen to be a reliable parameter to
assess the wellbeing of human beings as well as unborn
children. During late pregnancy and delivery, it happens
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that the oxygen feed of the fetus is reduced andmay lead to
hypoxia and severe organ damage [1, 2]. A new approach
to detect fetal hypoxia is the transabdominal fetal pulse
oximetry. The non-invasive method aims to measure fetal
oxygen saturation continuously and to provide a parame-
ter to directly assess the state of health of the fetus. LEDs
andphoto detectors are placed on the belly of the pregnant
woman, such that the photons travel through maternal
and fetal tissue before reaching the surface again. The
acquired signal consists of both, the fetal and maternal
pulse curves. The most important step prior to calculation
of the fetal oxygen saturation is the extraction of the fetal
pulse curve from the signal mixture [2–4].

This paper investigates the connection of the fetal
and maternal pulse curves in the measured signal. The
knowledge of coupling and composition of the signal com-
ponents is themainprecondition for separation of the fetal
pulse curve from the signal mix. Former works focused
on analyzing the photon distribution in static models of
the abdomen [3–5]. We constructed a time variant finite-
elementmodel to rebuild the basicmeasurement principle
of transabdominal fetal pulse oximetry. Diffusion theory
is used to compute the light propagation in the model.
Utilizing COMSOL Multiphysics® allows us to do time
sweeps and analyze the light fluence rate in a time varying
model geometry. The light fluence rate computed at the
detector side ismodulated by pulsations of both, maternal
and fetal, arteries. We analyze the resulting mixed signals
to conclude about the superposition and coupling of the
maternal and fetal signal components.

2 Methods

2.1 Tissue model with pulsing arteries

The tissue model (shown in Figure 1) is kept as simple
as possible to reduce computation time and memory con-
sumption for better handling. Basically it consists of a bulk
medium with two arteries embedded. The whole model
takes 20 cm × 20 cm × 5 cm (width × height × depth).
The maternal and fetal arteries are located in depths of
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Figure 1: Tissue model with two pulsing arteries embedded. The model consists of a bulk tissue (20 cm × 20 cm × 5 cm) and two artery
tubes. The maternal artery and the fetal artery are slightly displaced around the center of the bulk tissue. The light source is placed on top
in the middle of the model. Three detectors are on the bottom side.

Table 1: List of the optical properties of the tissue model.

Tissue µs µa g n

Bulk 5.0 cm−1 0.08 cm−1 0.80 1.300
Artery 12.0 cm−1 4.70 cm−1 0.99 1.400

The scattering coeflcient (µs), absorption coeflcient (µa),
anisotropy (g) and refractive index (n) describe the optical
characteristics of the tissues.

1.5 cm and 3.5 cm, respectively, measured from the surface
of the bulkmedium. The arteries are parallel to each other,
but slightly displaced by 0.2 cm symmetrically around the
center of the model. The optical parameters, scattering
coefficient (µs), absorption coefficient (µa), anisotropy (g)
and refractive index (n), used for light propagation simula-
tion, are listed in Table 1. The surrounding medium of the
model is air.

The diameter of the arteries depends on the time
parameter. We implemented a cosine function following
Equation 1 as a simple approximation of the pulse curve.

d = 3 · A + A · cos(2π · HR/60 · t + Phase) (1)

A is the amplitude of the oscillation, HR the simulated
heart rate in bpm and Phase the phase shift between
the fetal and maternal pulsation. The parameters for the
pulsation are listed in Table 2.

The light source and detectors are approximated by
points. The source point is placed in the center on top

Table 2: List of the geometrical parameters of the fetal and maternal
arteries.

Artery A HR Phase

Maternal 0.1 cm 61 bpm π/3 s
Fetal 0.1 cm 113 bpm 0.0 s

A is the amplitude of the oscillation, HR the heart rate and Phase the
phase shift of the cosine function.

of the model, as can be seen in Figure 1. Detector 1 is
locatedon thebottomplaneof themodel below the source.
Detectors 2 and 3, also on the bottom of the model, are
slightly displaced from the center, 5 cm following and
orthogonally to the direction of the arteries.

2.2 Diffusion theory

The diffusion equation as approximation of the radiative
transfer equation is used to compute the light propagation
in the tissue model. In comparison to the widely used
Monte Carlo method, the diffusion equation allows faster
computation of the light fluence distribution in complex
geometricmodels, at similar accuracy [6]. The distribution
of the light fluence rateΦ is described by Equation 2 [7, 8].

−∇ · D∇Φ + µaΦ = q (2)

D denotes the diffusion coefficient, µa the absorption
coefficient and q the source term. The diffusion coefficient
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is computed by Equation 3. It can be seen that, beneath the
absorption coefficient µa,D also depends on the scattering
coefficient µs and the anisotropy g.

D =
1

3 · (µa + µs(1 − g)) =
1

3 · (µa + µs′)
(3)

Similar to the anatomy, the model represents several
types of tissue with different optical properties. To con-
sider a mismatch of refractive indices between two media,
a Robin-type boundary condition is applied. At bound-
aries, i.e. tissue and air or bulk tissue and blood, the light
fluence rate is computed by Equation 4.

Φ + 2ADn⃗ •∇Φ = 0 (4)

A is computed by Equation 5 with R0 = (n − 1)2/(n + 1)2

and n = nin/nout. The refractive indices are denoted by nin
and nout and the critical angle of total reflection by θc [7, 8].

A =
2

(1−R0) − 1 + |cosθc|3

1 − |cosθc|2
(5)

InCOMSOLMultiphsyics®weuse theHelmholtz equa-
tion as basic physic to implement these equations and
solve for the fluence rate. The time parameter t is sweeped
from 0 to 60 s with an interval of 1/60 s, representing a
sampling rate of 60 sps. The power of the light source was
set to 100 mW.

3 Results
The simulation results show the spatial distribution of
the fluence rate in the time varying tissue model. Some
examples are shown in Figure 2, with timestamps t=0.2 s,
0.5 s and 0.8 s. Depicted are slices of the model in its
y-z-plane, showing the profile of the arteries. It can be
seen that the diameters of the fetal and maternal artery
model changes over time, while the light’s intensity of the
point source is constant. Further, the spatial distribution
of the fluence rate slightly varies depending on the current
model geometry.

We extracted the fluence rate computed at the bottom
side of the model where the two detectors are located.
Figure 3 shows the resulting time dependent signal. De-
picted is the fluence rate at the detectors relative to the
fluence rate at the light source. Basically the two signals
show a very similar progress, but differ in their offsets.
Detector 1 has a larger offset due to the shortest distance
to the light source. It may be assumed that these mixed
signals look like two superimposed harmonic oscillations.
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Figure 2: Images of the spatial distribution of the fluence rate
for timestamps t=0.2 s, 0.5 s and 0.8 s. It can be seen that the
diameter of the fetal and maternal arteries changes over time, while
the source intensity is constant. The fluence distribution slightly
changes in dependence on the current geometry of the arteries. For
visualization, logarithmic scale is used.
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Figure 3: Time series of the light fluence computed at the
Detectors 1 (blue), 2 (red) and 3 (black), denoted as mixed signals.

Finally, spectral analysis is done to identify the com-
ponents of the acquired signals. The magnitude spectra
in Figure 4 are generated by using the Fast Fourier Trans-
formation (FFT) and a Blackman window function. The
whole signal consists of 3601 samples, so that a frequency
resolution of 0.0167 Hz is reached.

The spectra of the three detectors slightly differ in their
magnitudes. The main components in the spectrum of the
mixed signals are two spectral peaks caused by the arter-
ies, at their basic frequencies of 1.0167 Hz and 1.883 Hz.
The weak first harmonic of the maternal artery oscillation
is remarkable at 2.0334 Hz. Two additional peaks are at
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Figure 4: Frequency spectra of the mixed signals, computed from
the signals shown in Figure 3. The spectra are computed by using
a Blackman window function and the Fast Fourier Transformation
(FFT). Beneath the basic oscillations of the arteries (at 1.0167 Hz
and 1.883 Hz), two more components exist at frequencies of
0.8664 Hz and 2.899 Hz, respectively.

0.8664 Hz and 2.899 Hz, respectively. The magnitudes of
these peaks are about two decades below the magnitude
of the main peaks. Due to the simulation, the signals are
free of noise.

4 Discussion
The spectra in Figure 4 indicate an additive overlay-
ing of the maternal and fetal pulse curves. A substitu-
tion of x and y in Equation 6 by the frequencies of the
artery oscillations results in two more components. They
are evident in the spectrum at frequencies of 1.883 Hz–
1.0167Hz=0.8664Hz and 1.0167Hz+ 1.883Hz= 2.899Hz.
Thus, these additional peaks result from themultiplicative
connection of the maternal and the fetal pulse curves.

cos(x) · cos(y) =
1
2(cos(x − y) + cos(x + y)) (6)

In the consequence, the signal model has to consider
a multiplicative connection of the fetal and the maternal
pulse curves, following Equation 7.

Smixed = a · PCmat + b · PCfet + c · PCmat · PCfet (7)

Smixed represents the mixed signal captured by the
detector, PCmat and PCfet the maternal and fetal pulse
curves weighted by a, b and c, respectively.

The magnitude of the multiplicative connected signal
components in the simulation is weak. This indicates that

in our simulation setup the amount of light modulated
by both arteries before reaching the detector is weak
compared to the amount of light modulated by either the
maternal or the fetal artery. For Detector 1 and 3 the ratio
between thematernal peak and the peak of themultiplica-
tive component is 0.018 and 0.017, respectively, indicating
a slightly stronger multiplicative component at Detector 1.
In conclusion the ratios among the signal components
may change in dependence on the model geometry, i.e.
on the position of the arteries, their motion and the po-
sition of the light source and detectors. In this study we
showed that the fetal andmaternal pulse curves aremulti-
plicatively coupled to several extend. Further studies will
analyze these components in dependence on the detection
quality. A more complex and realistic model of the opti-
cal ways in the abdomen will be useful to compare our
generated signals to real measurements.

5 Conclusion
This paper analyzes the connection of maternal and fe-
tal signals as they are acquired by non-invasive trans-
abdominal fetal pulse oximetry. Finite element modeling
and diffusion equation are conducted to compute spatial
distributions of the fluence rate in a tissue model. Two
pulsating arteries (maternal and fetal) are embedded in
the model, varying their diameter over the time. The light
fluence rate is computed for several points at the surface
of the model over a time range from 0 to 60 s. A time
dependent fluence signal can be extracted and analyzed
in frequency domain. Our results show that there is an
additive and a multiplicative connection of the fetal and
the maternal artery pulsation in the acquired signals. The
component resulting from the multiplicative connection
in our model geometry is weak. However, following signal
processingmethods for any separationof thematernal and
the fetal pulse curves will consider a signal model with a
multiplicative component.
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